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Investigation: Fungus Resistance Testing (MIL-STD-810F, Method 508.5)

RESULTS

Fourteen day cultures of the following pure culture fungi were harvested, washed and their spore

counts adjusted to 1,000,000 (+200,000 per mi).

Organism ATCC Number
Aspergillus niger 9642
Aspergillus flavus 0643
Aspergillus versicolor 11730
Penicillium funiculosum 11797
Chaetomium globosum 6205

The sample was preincubated for four hours at 30C. The spore suspensions were combined
and the samples and controls sprayed with the suspension. The sample was examined

weekly for four weeks. The results are given below:

This report applies only to the sample, or samples, investigated and is not necessarily indicative of the quality or condition of apparently identical or similar
products. As a mutual protection to clients, the public, and these laboratories, this report is submitted and accepted for the exclusive use of the client to
whom it is addressed and upon the condition that it is not to be used, in whole or in part, in any advertising or publicity matter without prior written

authorization from Truesdail Laboratories.



| JF ] TRUESDAIL LABORATORIES, INC.

Report Continued

Monoglass Inc
Laboratory No. 981962
30-Mar-09

Page 2

Observations (Rating*)

Sample Designation 7Days 14Days 21Days 28 Days
Sonoglass sample # 1 0 0 0 0
Sonoglass sample # 2 0 0 0 0
Controls:

Cotton 4 4 4 4
Filter Paper 4 4 4 4
Potato Dextrose Agar 4 4 4 4
Glass Slides 0 0 0 0

* Rating: 0=no growth, 1=traces, 2=light, 3=moderate, 4=heavy growth
Conclusion

1.The Sonoglass Sample # 1 did not allow any fungus growth. (Rating of 0).
1.The Sonoglass Sample # 2 did not allow any fungus growth. (Rating of 0).

Respectfully submitted,

TRUESDAIL LABORATORIES, INC.
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Paymon Abri
Microbiologist

This report applies only to the sample, or samples, investigated and is not necessarily indicative of the quality or condition of apparently identical or similar
products. As a mutual protection to clients, the public, and these laboratories, this report is submitted and accepted for the exclusive use of the client to
whom it is addressed and upon the condition that it is not to be used, in whole or in part, in any advertising or publicity matter without prior written
authorization from Truesdail Laboratories.



